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Introduction
Multiphoton excitation and multi-harmonic generation with tightly focused femtosecond laser pulses have found widespread use in modern biological microscopy. Additional nonlinear optical effects such as multiphoton ionization and plasma formation can be induced when the laser pulse fluence is increased above the threshold for optical breakdown, resulting in local tissue damage or localized disruption. Properly controlled femtosecond laser pulses can generate extremely precise nanosurgical cuts in structures down to the subcellular level while maintaining cell viability [1, 2] . With repetitive pulsing and scanning, femtosecond lasers can also remove larger tissue volumes, such as ablation of hard tissues like bone (e.g. craniotomy or osteotomy) [3] [4] [5] [6] [7] . The rate of tissue removal depends on the fluence and the pulse repetition frequency. Most femtosecond ablation studies use an oscillator and regenerative amplifier configuration with output pulse repetition frequency in the kHz range. To increase the rate of tissue removal, the fluence can be increased beyond the ablation threshold [5] [6] [7] [8] . However, increasing the fluence also runs the risk of increasing the zone of tissue damage, thus negating a major advantage of using femtosecond laser ablation, which is the precise spatial control afforded by a tightly focused beam at near-threshold fluences.
Here we describe laser ablation of bone using a compact turn-key fiber laser source with nanojoule pulse energies and near-threshold fluence at 5 MHz pulse repetition frequency. A similar laser source has been described for soliton generation, producing tunable near-infrared pulses suitable for multiphoton microscopy [9] [10] [11] . Compared to mode-locked Ti:sapphire lasers running at ~80 MHz, the relatively low pulse repetition rate in the MHz range of the fiber laser delivers higher pulse energy for similar average power levels, making it possible to ablate tissue without a separate amplifier [12, 13] . Here we use the doubled output (775 nm) of the 1550 nm fiber source for ablation and second harmonic generation (SHG) imaging, while simultaneously using the doubled output (960 nm) of a 1920 nm soliton generated with a photonic crystal large mode area fiber for imaging the green fluorescent protein (GFP) at a wavelength that is closer to the two-photon excitation maximum for the GFP. Both the ablating and the imaging beams are raster-scanned by a polygon-based scanner operating at near video-rate. The imaging acquisition pixel clock is synchronized to the 5 MHz laser output to yield exactly one pulse per pixel. We test this source for in vivo imaging and bone ablation in a murine model of skeletal regeneration, using an alpha-smooth muscle actin transgenic mouse to visualize skeletal progenitor response [14] in laser created defects in the bone. The entire procedure is carried out under 1x PBS immersion so as to perform the ablation with two-photon imaging guidance (e.g. to visualize skeletal progenitor cells in the bone and use their location to guide ablation).
Experimental setup
The output from a compact turn-key 1550nm 5 MHz fiber laser pump source with 370 fs pulse width was split into two arms with a half-wave plate and a polarizing beam splitter (Fig.  1) . One arm was frequency doubled to 775 nm using a 0.5 mm bismouth borate (BiBO) crystal (Newlight Photonics), which yielded a maximum pulse energy of 55-60 nJ at the manufacturer recommended maximum irradiance of 30 GW/cm 2 . The polarization of the second arm was rotated using a half-wave plate, and coupled into an end-sealed polarization maintaining 35 µm core 1.43 meter large mode area single mode fiber with an effective mode area of 615 µm 2 (NKT Photonics). A coupling efficiency of 70% was attained (measured at 100 mW fiber input power). At 800 mW fiber input power a soliton was generated at 1920 nm via soliton self-frequency shift with 20-25 nJ pulse energy and 100 fs pulse width. The soliton was spectrally filtered using an 1800 nm long pass filter (Thorlabs) and frequency doubled with a second 0.5 mm BiBO crystal (Newlight Photonics), providing 10 nJ pulse energy at 960 nm. Each beam was recollimated and the two beams were combined using a 900 nm long pass filter (Thorlabs). The combined output beams were expanded before delivery to the imaging system so as to fill the objective back aperture (Fig. 1) . Fig. 1 . System schematic. A 1550nm 5MHz fiber laser source simultaneously provides high power for doubling to 775nm using a bismuth borate crystal (BiBO) and feeds a large mode area (LMA) photonic crystal fiber to generate a 1920nm soliton for doubling to 960nm using a second BiBO. The power delivery to each arm is controlled by polarization using half wave plates and polarizing beam splitters (PBS). Imaging and ablation is performed using full field scanning, with an aperture in the intermediate image plane to modulate the area of ablation.
The imaging platform was modified from a previously described video rate scanner consisted of a spinning polygon for the fast (x) axis and a galvanometer for the slow (y) axis [15, 16] . After scanning, the beams were focused into the sample using a 60x water immersion objective with numerical aperture (NA) = 1.0 (Olympus). SHG of collagen was collected with a 377/50 nm bandpass filter (Semrock), green fluorescence with a 525/50 filter (Semrock), and red fluorescence/autofluorescence with a 585/40 filter (Semrock). A 775 nm confocal reflectance channel was set up using a polarizing beam splitter cube to separate the incident from the reflected light, which was detected using an avalanche photodiode module (Hamamatsu) placed behind a 50 mm focusing lens and a 25 µm pinhole (~1.0 Airy disk). All channels were digitized using the 5 MHz laser sync output as pixel clock, producing 500 x 500 pixel images at 15 frames per second with exactly one laser pulse per pixel. The delay between the TTL laser sync output and the pixel clock input was experimentally adjusted based on maximized SHG signal to compensate for the difference in electrical vs. optical transit time. For ablation, the scan rate was slowed to 9 frames per second with the galvo angle adjusted to provide square pixels, which improved ablation versus 15 frames per second in preliminary testing. At this frame rate, the laser focus is scanned at a speed of 2.35 m/sec at the sample. Consecutive pulses arriving 200 nsec apart (5 MHz repetition rate) were displaced by ~0.47 µm, corresponding to 50% Airy disk overlap between pulses. To estimate the fluence, the diffraction limited spot size was used. The threshold for material removal (5 nJ, or 0.7 J/cm 2 ) was found to be independent of scanning speed when the scanning speed was set to 2.35, 5.7, and 11.4 m/s (displacement of the center of the laser focus by 0.47, 0.94, and 1.92 µm between consecutive pulses). However, in preliminary tests, 9 frames per second resulted in clean ablation craters whereas higher scanning speeds (larger interpulse spacing) sometimes produce uneven craters and premature termination of ablation. We therefore chose to perform ablation at 9 fps. To determine step size between planes, we tested 1.0µm, 0.5µm, 0.25 µm, and 0.1µm steps. We found that smaller step sizes (0.25 µm or 0.1 µm) yielded smooth crater walls whereas larger step sizes (0.5 or 1 µm) leave some material behind. Since minimal difference between 0.25 µm or 0.1 µm steps was observed, 0.25 µm was chosen for subsequent experiments. To select the number of passes per plane, 1, 5, and 10 passes per plane were attempted and 10 passes per plane was found to produce the most complete material removal at each plane. As during imaging, the beam was raster scanned to remove material in 2 dimensions, with the sample axially translated for the third dimension using a computer controlled automated stage. An aperture was placed in the intermediate image plane to control the area of the ablated spot ( Fig. 1 ). To remove bubbles and debris that could interfere with the ablation process, a flushing system was installed to move water or PBS across the sample. 
Results

Preliminary ablation of glass and ex vivo bone
Our initial experiments were performed using a homogenous solid medium, a glass cover slip, by ablating under water immersion with a pulse energy found to effectively remove material (8 nJ pulse energy, fluence of ~1.1 J/cm 2 /pulse) and flushing at ~15-20 mL/min ( Fig. 2(a) ). After ablation, the immersion medium was changed to a dilute fluorescein solution (1 mg/mL) to assist with quantification of the removed volume of glass. Laser pulse energy was reduced to standard imaging levels (~2 nJ/pulse) and the scan rate increased to 15 fps. The dilute fluorescein solution could be easily imaged to the bottom of the defect, and the borders matched well to those observed with the reflectance confocal channel ( Fig. 2(a) , Fig. 3 
inset).
A hole of around 70 µm depth was observed with a ~120 µm opening at the top, defined by an aperture of fixed size placed in the intermediate image plane during ablation. The diameter of the hole decreased with depth until it terminated at about 70 µm below the glass surface ( Fig. 2(a) ).
Next we examined ex vivo bone ablation using the same parameters as above. A freshly excised skull was cleaned and mounted, and imaging and ablation performed immediately thereafter. With flushing, a hole of around 80 µm depth was attained with a similar cone shape as observed for glass (Fig. 2(b) ). The edge of the hole was visualized by SHG signal and confirmed by reflectance confocal imaging (red signal), which enabled the depth of the hole to be quantified. These results indicate the potential of our approach to create and image locally confined defects in glass and calvarial mouse bone using a single laser source and scanning engine. 
Spot size and dependence of ablation depth on laser pulse fluence
The pulse energy should ideally be high enough above ablation threshold to ensure reproducibility from pulse to pulse, but not too far above the ablation threshold to minimize the risk of auxiliary damage. After scanning, the beams were focused into the sample using a 60x water immersion objective with numerical aperture (NA) = 1.0 (Olympus). The 1/e 2 spot radius of the focused beam was estimated to be 0.47 µm based on diffraction limit and experimentally measured based on 2-photon-excited fluorescence of 0.1 µm radius fluorescent Tetraspeck beads (Invitrogen). The 1/e 2 average Gaussian fit of 10 beads ( Fig.  3(a) ) was determined to be 0.48 ± 0.09 µm. Therefore, we used the diffraction limited spot size to calculate fluence throughout this work. To determine the threshold for glass and bone material removal by scanning ablation on our system, holes were drilled with a range of pulse energies at the sample and a surface diameter of 120 µm (Fig. 3(b) ). To confine the ablated area, an aperture was placed in the intermediate image plane that imaged an open scan field of 120 µm diameter onto the sample surface. The sample was mounted on a computer-controlled translation stage and moved perpendicularly to the image plane during ablation. Subsequently, the ablation depth was measured by taking 3-D stacks using the confocal reflectance channel to visualize the crater. The depth measurement (in glass) was further confirmed by applying a dilute fluorescein solution to the immersion medium and acquiring 3D stacks of the fluorescence channel (Fig. 3(b), 3-D representation in inset) . No material removal occurred with 0.5 J/cm 2 fluence (3.75 nJ pulse energy) at the sample. The amount of material removed increased with increasing pulse fluence from 0.7 to 1.4 J/cm 2 (5-10 nJ pulse energy) for both bone and glass. Further increasing the pulse energy did not substantially alter the ablated depth for the chosen objective, the fixed size of the blocking aperture, and the tested range of pulse energies. The energy of 10 nJ/pulse was therefore used for subsequent experiments.
Autofluorescence reduction
One effect of the progressive hole termination that occurs with our high NA laser bone cutting is the non-ablative deposition of energy into the tissue surrounding the edges of the ablated defect, which can produce thermal damage and high levels of autofluorescence around the edges of the defect (Fig. 4(a) ). The damaged tissue could potentially interfere with healing, and the autofluorescence could cause difficulty in evaluating the cellular response when GFP + cells need to be tracked in the presence of high autofluorescence background in the defect. To overcome this issue, we replaced the static mask in the intermediate image plane with a variable iris. As the ablation depth was increased, the iris opening was constricted at a rate matched to the frame rate (9 fps), number of passes (10), axial step size (0.25 µm), and NA of the objective (1.0) to yield a void volume with minimal edge autofluorescence (Fig. 4(b) ). The resultant cone angle was 53 ± 2°, which is slightly larger than the angle of an objective with NA = 1.0 with a 1x PBS immersion medium (47°). With a variable aperture to match the angle of optimal ablation based on objective numerical aperture (white dotted line), less energy is deposited in the surrounding tissue so the amount of autofluorescence around the defect edges is greatly reduced. This trend is consistent when the average autofluorescence of a 5 pixel thickness ring around the defect edge is quantified at several discrete depths and normalized to the surface SHG intensity for defects drilled in n = 3 mice (* = p < 0.05, Students t-test with Bonferroni correction). Scale bar = 100 µm.
In vivo bone defect generation and cellular response
After determining the optimal parameters for removal of ex vivo bone to generate a defect in the murine calvarial bone marrow cavity, we next investigated the potential of our system to generate and monitor a cellular response to a bone defect. For this purpose, alpha-smooth muscle actin green fluorescent protein (SMA-GFP) transgenic mice were used whose GFP expression in osteoprogenitor cells are strongly upregulated after bone injury [14] . The SMA-GFP is also expressed by adipose progenitor [17] and monocyte-macrophage [18] bone marrow cells. A laser defect was created in the mouse skull near SMA-GFP + cells in the bone marrow. To evaluate cellular response, the mouse was serially imaged on subsequent days using the doubled soliton wavelength of 960 nm to excite GFP (Fig. 5) . Four sequential imaging sessions are normally possible, limited by the build up of scar tissue and wear on the skin flap. Previous results indicate that a mechanical drill defect in the skull of a SMA-GFP mouse has a small number of SMA-GFP + cells that appear in a bone defect starting at 3 days after induction [19] . This time point was therefore chosen as the first follow-up, and a substantial infiltration of SMA-GFP + cells could be observed (Fig. 5) . To exclude autofluorescent events, the red channel was simultaneously acquired. Yellow spots in the defect therefore indicate GFP-autofluorescent cells or debris. The cellular response in the defect increased at each time point up to 7 days after defect induction. 
Discussion
Advanced high power femtosecond lasers are a promising technology for the cutting of bone. They have been demonstrated to greatly reduce the peripheral damage that results from mechanical drilling techniques, which could be useful for applications ranging from clinical osteotomy and orthopedic drilling to in vivo brain imaging through thinned skull bone to the study of bone regeneration. Bone cutting has standardly been performed using gross removal methods, such as mechanical drilling [6, 19, 20] or piezoelectric drilling [21] . However, the requisite mechanical force causes thermal damage and ejected debris that can slow healing [22] . In contrast, an ultrafast pulsed laser can be tightly focused to ablate tissue in a sub-micron space, and with scanning can remove large areas of material [5, 6] . With adequate pulse energy, the femtosecond pulses cause multiphoton ionization in the focal spot and transition into plasma, with a resultant bubble formation and collapse [2] . Femtosecond laser-induced multiphoton ionization, plasma formation, and cavitation bubble formation result in material removal at the laser focus, and the threshold fluence is reduced by orders of magnitude as compared to longer pulsed lasers [34] . The low threshold fluence reduces the total amount of energy deposited into the tissue, thereby minimizing both thermal damage and the size of the bubble that can extend the mechanical damage zone beyond the laser focus [34, 35] . Whereas longer pulsed lasers caused damage several cell diameters away from an ablated site [36-38], femtosecond ablation has been found to only cause slight damage less than one cell diameter away [35] . In bone, femtosecond ablation in the near-IR has been investigated in a porcine femur model [3] , has improved healing rates versus a mechanical drill in the mouse calvaria [39] , and has demonstrated minimal thermal damage in the mouse calvaria [4] . Recently, femtosecond laser ablation has been investigated as a potential clinical technique for surgical osteotomy, where creation of a critically sized defect using an amplified 1 kHz source was found to reduce inflammatory damage and increase regeneration around the tissue edge as compared to a mechanically drilled defect [6] . Similarly, the bulk removal of bone with a KHz femtosecond pulsed amplified laser was used to allow in vivo brain imaging with a dynamic second harmonic generation feedback mechanism [5] . For all of these strategies, the imaging laser source was supplemented by an additional amplified high power kHz femtosecond laser.
As reviewed by Vogel and associates [1, 40] , plasma mediated nano-cavitation is the dominant mechanism of tissue disruption by tightly focused femtosecond pulses for repetition rates up to ~1 MHz, whereas free-electron induced chemical decomposition is the dominant mechanism for repetition rates much greater than 1 MHz. The 5 MHz repetition rate of our fiber laser falls in between these two regimes, raising the question which mechanism drives tissue ablation. While we have not measured cavitation directly in our scanning setup, the fact that the laser spot is being scanned at a speed of 0.47 µm per 200 nsec (interval between laser pulses) suggests that the mechanism is most likely due to "single" pulse effects (i.e. laserinduced cavitation) rather than the cumulative effects of photochemical decomposition after many pulses (>10 4 pulses as typically used for laser microdissection with 80 MHz pulses, Table 2 in [1] ). The threshold for material removal (0.7 J/cm 2 ) is also in line with an optical breakdown-mediated mechanism. Furthermore, when femtosecond laser pulses are focused into pure water at a high numerical aperture, nanocavitation bubbles can be produced from thermoelastic tensile stress imparted at relatively low free electron density and threshold temperature (150-160°C). Whether such low density plasma-induced nanocavitation at the interface between tissue and the immersion liquid can effectively remove material remained to be explored.
power for direct ablation of bone at low MHz speeds without additional amplification. Due to its use in microfluidic and waveguide applications, femtosecond laser ablation of glass has been extensively investigated. The reported threshold values range from ~8 J/cm 2 down to ~0.9 J/cm 2 (Table 1) . Similarly, published threshold values for bone ablation varied over almost an order of magnitude, from ~3.3 J/cm 2 to 0.6 J/cm 2 . In general, our threshold values fall in the low end of the reported values for both glass and bone, however ablation threshold depends critically on both the focusing condition and the laser beam quality. In addition, our use of multiple passes for defect may explain the difference. A meaningful comparison with results from other studies is therefore not always possible because of differences in irradiation geometry, laser parameter, methods of estimating spot size and how the ablation threshold is determined.
A challenge of laser ablation to remove bone using a high NA imaging objective is that the high focusing angle yields a conical ablation crater. This is likely caused by clipping of the focused beam near the edge of the ablation crater, which would reduce the irradiance to below the ablation threshold and lead to the observed conical shape. The autofluorescence that occurred around the defect edges (Fig. 4(a) ) is similar to the sub-ablation threshold photo-modification in type 1 collagen (which is the primary collagen component of bone) that results in increased autofluorescence and reduced SHG signal, as described by Hovhannisyan et al. [41] . By operating at a 5 MHz repetition rate, we were able to deliver nanojoule pulses at low average power and remove bone in a live mouse with precise control and minimal collateral damage as evidenced by the reduced autofluorescence around the ablation crater.
A consideration with ablation at a 5 MHz repetition rate is to provide adequate physical and temporal spacing between pulses in order to minimize the interaction between cavitation bubbles and subsequent laser pulses. The threshold bubble radius induced by 1024 nm, 340 fs pulses in water with an NA of 0.9 has been determined experimentally to be about 0.32 µm [40] . With a shorter wavelength (775 nm) and slightly higher NA (1.0) but longer pulse duration (370 fs), we expect comparable bubble size at threshold. In the scanning setup, the laser spot is displaced by a distance (0.47 µm) greater than the bubble radius. More importantly, the bubble will have collapsed before the arrival of the next laser pulse because the lifetime of such a small bubble (~25 ns) is much shorter than the time interval between laser pulses (200 ns at 5 MHz). It should be noted, however, that such small bubbles are produced in water at low plasma density, when thermalized electrons in the focal region generate a tensile stress that initiates phase transition by crossing the kinetic spinodal limit [1, 2] . At present, it is not known whether our scanning ablation at the interface between the immersion fluid and the glass and bone falls in the same regime as bubble formation in water near threshold. If higher plasma density is needed for material removal, then it is possible that the bubble radius and bubble lifetime can exceed the spatial and temporal spacing between laser pulses. If that is the case, either the repetition rate will need to be reduced, or the displacement between consecutive pulses will need to be increased (by increasing the scanning speed). In future work, it will be important to directly measure the bubble size and lifetime at the bone/water interface in order to further optimize the ablation scheme. In addition, experimentally we observe a necessity for flushing to remove coalescing bubbles and debris from the ablation site in glass and in bone. Without flushing, residual bubbles quickly build up and ablation ceases.
An important advancement in ablation of biological tissue has been the addition of imaging strategies to monitor femtosecond laser ablation immediately after or during the process. In the eye, optical coherence tomography [42] and SHG imaging [43] have been used to monitor femtosecond laser incisions in ex vivo corneas. In addition, SHG imaging has been used to correct for attenuation in the cornea, allowing for cutting at depth with minimal collateral damage [44] . In the bone, widefield microscopy has been used to evaluate defect size immediately after cutting [33, 45] . Further integration with SHG metrology has been allowed dynamic definition of a cutting path for femtosecond ablation [5] . The addition of similar strategies to our system could enable deeper cutting while minimizing collateral damage. In addition there are numerous papers looking at cell response to laser-induced injury [46] [47] [48] .
One application for in vivo laser cutting of bone is the study of cellular bone regeneration. Our system has allowed image-guided ablation and high resolution dynamic visualization of alpha-smooth muscle actin-GFP cells responding to the bone injury. We chose to focus on a population of in vivo bone repair cells suspected to be skeletal progenitor cells or mesenchymal stem cells (MSCs), which are precursors of structural components like osteoblasts or adipocytes [49, 50] . Since the absolute identity and function of skeletal progenitor cells in adult intramembranous bone remains elusive [50] , the development of tools to dynamically study cell function in the canonical roles of maintenance and regeneration of bone is critical. Our results match well to the increase in SMA-GFP + cells found 7 days after osteoblast ablation using a chemically activated genetic approach by Kalajvic et al. [14] , which provides support for the potential of our MHz ablation system as a tool for bone ablation in the study of important skeletal biology questions. When compared to results taken using a mechanical drill to create a calvarial defect and study bone regeneration [19] , our femtosecond laser ablation offers precise control over defect depth, which ensures that SMA-GFP cells are supplied from the bone marrow rather than the dura mater. Our depth resolution could potentially find further use in the study of bone regeneration of a shallow defect that does not enter the bone marrow cavity, which might heal via a different mechanism.
Summary and conclusions
In this work, a fiber laser with soliton generation that is frequency doubled to 775nm and 960 nm provides ablation as well as imaging at 5 MHz. After determining the optimal ablation power and reducing autofluorescence, we performed in vivo removal of bone with the imaging scanning setup. When the frequency-doubled 775 nm source line was combined with reflectance confocal and a 960 nm fiber soliton doubled line for efficient excitation of GFP expressing cells, we generated a powerful system for the study of in vivo bone biology. In vivo laser ablation in the skull is a viable technique to enable image-guided generation of bone defects and the subsequent tracking of the defect healing response. The use of a single laser source and scanning system for imaging and ablation can simplify plasma ablation procedures and reduce the need for additional expensive, sensitive, and bulky amplifier modules. Additionally, the higher repetition rate as compared to regeneratively amplified Ti:Sapphire sources could potentially provide higher speed ablation of large areas in future work.
